Limb volume measurement: from the past methods to optoelectronic technologies, bioimpedance analysis and laser based devices.
Accurate measurement of limb volume is considered crucial to lymphedema management. Various non-invasive methods may be used and have been validated in recent years, though suboptimal standardisation has been highlighted in different publications.